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C VLI_
Client: TNU-HANFORD BO-114 W.O.#: 11343-606-001-9999-00
LVL#: 0112L684 Date Received: 12-21-2001
SDG/SAF#: H1642/BOI-114

GC/MS VOLATILE

Two (2) water samples were collected on 12-18,19-2001.

The samples and their associated QC samples were analyzed according to criteria set forth in Lionville
Laboratory OPs based on SW 846 Method 8260B for client specified Volatile target compounds on 12-
27-2001.

The following is a summary of the QC results accompanying these sample results and a description of
any problems encountered during their analyses:

1. The cooler temperature upon receipt has been recorded on the chain-of-custody.

2. The analysis holding time was met.

3. Non-target compounds were detected in the samples.

4. All surrogate recoveries were within EPA QC limits.

5. All matrix spike recoveries were within EPA QC limits.

6. All blank spike recoveries were within EPA QC limits.

7. Internal standard area and retention time criteria were met.

8. "I certify that this sample data package is in compliance with SOW requirements, both technically
and for completeness, other than the conditions detailed above. Release of the data contained in
this hard-copy data package has been authorized by the Laboratory Manager or a designee, as
verified by the following signature."

-0 kJe~x_ _President okHtJ. Michael Taylor Date
President
Lionville Laboratory Incorporated
som\roup\data\voa\mu-shanf1Orl 12-684.doc
The results presented in this report relate only to the analytical testing and conditions of the samples at receipt and during storage. All pages of this repot -e integral parts of the
analytical data. Therefore, this report should only be reproduced in its entirety of 1 3 page. 02

208 Welsh Pool Road * Uonville, PA 19341-1333 - (610) 280-3000 * Fax (610) 280-3041



GLOSSARY OF VOA DATA

ABBREVIATIONS

BS - Indicates blank spike in which reagent grade water is spiked with the CLP matrix spike solutions
and carried through all the steps in the method. Spike recoveries are reported.

BSD - Indicates blank spike duplicate.

MS - Indicates matrix spike.

MSD = Indicates matrix spike duplicate.

DL - Suffix added to sample number to indicate that results are from a diluted analysis.

NA - Not Applicable.

DF - Dilution Factor.

NR - Not Required.

SP, Z = Indicates Spiked Compound.

Lt
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GLOSSARY OF VOA DATA

DATA QUALIFIERS

U - Compound was analyzed for but not detected. The associated numerical value is the estimated
sample quantitation limit which is included and corrected for dilution and percent moisture.

J = Indicates an estimated value. This flag is-used under the following circumstances: 1) when
estimating a concentration for tentatively identified compounds (TICs) where a 1:1 response is
assumed; or 2) when the mass spectral data indicate the presence of a compound that meets the
identification criteria but the result is less than the specified detection limit but greater than zero.
For example, if the limit of detection is 10 ug/L and a concentration of 3 ug/L is calculated, it is
reported as 3J.

B - This flag is used when the analyte is found in the associated blank as well as in the sample. It
indicates possible/probable blank contamination. This flag is also used for a TIC as well as for
a positively identified TCL compound.

E - Indicates that the compound was detected beyond the calibration range and was subsequently
analyzed at a dilution.

D = Identifies all compounds identified in an analysis at a secondary dilution factor.

1 - Interference.

NQ - Result qualitatively confirmed but not able to quantify.

N = Indicates presumptive evidence of a compound. This flag is only used for tentatively identified
compounds (TICs), where the identification is based on a mass spectral library search. It is applied
to all TIC results. For generic characterization of a TIC, such as chlorinated hydrocarbon, the N
code is not used.

X This flag is used for a TIC compound which is quantified relative to a response factor generated
from a daily calibration standard (rather than quantified relative to the closest internal standard).

Y - Additional qualifiers used as required are explained in the case narrative.



TECHNICAL FLAGS FOR MANUAL INTEGRATION

Manual quan modifications or integrations are performed routinely to improve the data
quality for a variety of technical reasons. Documentation of these modifications should be
clear and concise. The following "flags" are used to indicate the technical reasons for quan
modifications:

MP - Missed Peak: manually added peak not found by automatic
quan program.

PA - Peak Assignment: quan report was changed to reflect correct
peak assignment.

RI - Routine Integration: routine integrations are performed for
some analytes that are consistently integrated improperly by the
automatic integration programs. Examples are the
dichlorobenzene isomers on the VOA packed column and
benzo(b)fluoranthene/benzo(k)fluoranthene which are poorly
resolved on the BNA column.

SP - Split Peak: the automatic integration improperly split the peak;
a manual integration was performed to get the correct area.

CB - Coelution/Background: peak was manually integrated to
eliminate contribution from coeluting compounds, background
signal, or other interference.

PI - Proper Integration: a peak with poor or inconsistent integration
(e.g., excessive tail) was properly integrated manually.

LLI



RFW Batch Number: 0112L684

Lionville Laboratory, Inc.
Volatiles By GC/MS, Special List Report Date: 01/14/02 10:27

Client: TWUANFORD B01-114 E1642 Work Order: 11343606001 Page: la

Sample
Information

Cust ID:

RFW#:

Matrix:

D.U.:

Units:

B13F30

001
WATER

1.00
ug/L

B13F30

001 us4
WATER

1.00
ug/L

B13F30

001 NSD
WATER

1.00
ug/L

B13F31 VBLKGG

002
WATER

1.00
ug/L

VBLKGG BS

O1LVG113-MB1 OILVG113-3B1
WATER WATER

1.00 1.00
ug/L ug/L

Toluene-d8 100 %
Surrogate Bromofluorobenzene 102 %
Recovery 1,2-Dichloroethane-d4 93 %

=== = = = == = = = = = = f0
Chioromethane___________10 U
Bromomethane 10 U
Vinyl Chloride 10 U
Chloroethane 10 U
Methylene Chloride 4 BJ
Acetone 10 U
Carbon Disulfide 5 U
1,1-Dichloroethene 5 U
1,1-Dichloroethane 5 U
1,2-Dichloroethene (total) 5 U
Chloroform 5 U
1,2-Dichloroethane 5 U
2-Butanone 10 U
1,1,1-Trichloroethane 5 U
Carbon Tetrachloride 5 U
Bromodichloromethane 5 U
1,2-Dichloropropane 5 U
cis-1,3-Dichloropropene 5 U
Trichloroethene 5 U
Dibromochloromethane 5 U
1,1,2-Trichloroethane_ 5 U
Benzene 5 U
Trans-1,3-Dichloropropene 5 U
Bromoform 5 U
4-Methyl-2-pentanone 10 U
2-Hexanone 10 U
Tetrachloroethene 5 U
1,1,2,2-Tetrachloroethane_ 5 U
Toluene 5 U
*= Outside of EPA CLP QC limits.

100 1
102 1
101 1;

10 U
10 U
10 U
10 U
10 B
10 U
5 U

85 W
5 U
5 U
5 U
5 U

10 U
5 U
5 U
5 U
5 U
5 U

100 %
5 U
5 U

98 %
5 U
5 U

10 U
10 U

5 U
5 U

103 %

100 %
99 %
98 1

10 U
10 U
10 U
10 U
9 B

10 U
5 U

85 1
5 U
5 U
5 U
5 U

10 U
5 U
5 U
5 U
5 U
5 U

97 k
5 U
5 U

96 %
5 U
5 U

10 U
10 U

5 U
5 U

102 %

100 1
99 %
97 t

10 U
10 U
10 U
10 U

4 BJ
10 U

5 U
5 U
5 U
S U
5 U
5 U
10 U
5 U
S U
5 U
5 U
5 U
5 U
5 U
5 U
5 U
S U
5 U

10 U
10 U
5 U
5 U
5 U

104 t
101 1
98 1

10 U
10 U
10 U
10 U
5 J

10 U
5 U
5 U
5 U
5 U
5 U
5 U
10 U

5 U
5 U
5 U
5 U
5 U
5 U
5 U
5 U
5 U
S U
5 U
10 U
10 U

5 U
5 U
5 U

101 W
98 1
94 1

10 U
10 U
10 U
10 U
4 BJ

10 U
5 U

85 %
5 U
5 U
5 U
5 U

10 U
5 U
5 U
5 U
5 U
5 U

105 %1
5 U
5 U

103 %
5 U
5 U

10 U
10 U

5 U
5 U

112 %



RFW Batch Number: 0112L684 Client: TNUHANFORD B01-114 H1642 Work Order: 11343606001 Page: lb
Cust ID: B13130 B13F30 B13F30 B13F31 VBLKGG

RFW#:

Chlorobenzene
Ethylbenzene
Styrene
Xylene (total)
N-butylbenzene_
*= Outside of EPA CLP QC limits.

001

5 U
5 U
5 U
5 U
5 U

001 Ms

101 w
5 U
5 U
5 U
5 U

001 NSD

102 1
5 U
5 U
5 U
S U

VBLKGG BS

002 01LVG113-MB1 O1LVG113-MBI

5 U
5 U
5 U
5 U
5 U

5 U
S U
5 U
5 U
5 U

108 %
5 U
5 U
5 U
5 U



1E EPA SAMPLE NO.

VOLATILE ORGANICS ANALYSIS SHEET

TENTATIVELY IDENTIFIED COMPOUNDS
B13F30

Lab Name: Lionville Labs, Inc. Contract: 11343606001

Lab Code: Lionvi Case No.: SAS No.; SDG No.:

Matrix: (soil/water) WATER Lab Sample ID: 0112L684-001

Sample wt/vol: 5.00 (g/mL) M Lab File ID: p122712

Level: (low/med) LOWI Date Received: 12/21/01

% Moisture: not dec. Date Analyzed: 12/27/01

Column: (pack/cap) CAP Dilution Factor: 1.00

CONCENTRATION UNITS:

Number TICs found: 2 (ug/L or ug/Kg) ua/L

CAS NUMBER COMPOUND NAME RT EST. CONC. Q

1. jSILOXANE 16.691110 I
2. ISILOXANE 19 .660110

FORM 1 VOA-TIC 1/87 Rev.
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1E EPA SAMPLE NO.
VOLATILE ORGANICS ANALYSIS SHEET

TENTATIVELY IDENTIFIED COMPOUNDS

1B13F31
Lab Name: Lionville Labs. Inc, Contract: 11343606091 1 1

Lab Code: Lignvi Case No.: SAS No.: SDG No.:

Matrix: (soil/water) WATER Lab Sample ID: 0112L684-002

Sample wt/vol: ..00 (g/mL) HIa Lab File ID: q122713

Level: (low/med) LOW Date Received: 12/21/01

t Moisture: not dec. - Date Analyzed: 12/27101

Column: (pack/cap) CAP Dilution Factor: 1.00

CONCENTRATION UNITS:

Number TICs found: 1 (ug/L or ug/Kg) ug/L

CAS NUMBER COMPOUND NAME RT EST. CONC. Q

1. ISILOXANE 19.66615

FORM 1 VOA-TIC 1/87 Rev.



1E EPA SAMPLE NO.

VOLATILE ORGANICS ANALYSIS SHEET

TENTATIVELY IDENTIFIED COMPOUNDS

jVBLKGG

Lab Name: Lionville Labs, Inc. Contract: 11343606001 1 1

Lab Code: Linvi Case No.: SAS No.: SDG No.:

Matrix: (soil/water) WATER Lab Sample ID: 01LVQ113-MB1

Sample wt/vol: 5.00 (g/mL) ML Lab File ID: P122710

Level: (low/med) LOW Date Received: 12/27/01

% Moisture: not dec. Date Analyzed: 12/27/01

Column: (pack/cap) CAP Dilution Factor: 1.00

CONCENTRATION UNITS:
Number TICS found: _Q (ug/L or ug/Kg) ukq/L

CAS NUMBER COMPOUND NAME RT EST. CONC, Q
--- -- -- I-----------I=--==-

FORM 1 VOA-TIC 1/87 Rev.
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Bechtel Hanford Inc. CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST 001-114-34 JPp it I
ellector Compaay Contact Telephone N4. Project Coordiatra
Rae Nielson VwikRhay 372-9100 TES_ Price Code '7NDt

hvject Designation Soeng LMmAr Quality 0 45 Days
PMP Well Installation Sampfing and Analysis -Water 200 Wed_ DDI-_14

ice Chest No. j FUN Logbook No. COA Mw" of aldpwnt, EL562 FedalEress
pOpeske Property No. IM 1

POSSIBLE SAMPLE HAZARDS/REMARKS Ho ho PHtC
Sam0ples did Pat origisc In Presaaetlon 40
radolegcal controlled are No ---
total activity associated with Typeorotsimer
sample/aan'plc. yrf N..effnthae a

NI. Of Contaier(s) 3
Special Handling and/or Storage 40ML

VOA-92"0

SAMPLE ANALYSIS O (.

SamnpleNo. Matrix *SaMp aU Sampe rne

813F30 WATER Ii V ()

CHAIN OF POSSESSION SignPribt Non SPECIAL INSTRUCTIONS Ms t

b '70 w..
Byed By aqu DadrO as0

Lr I -V 0

7 " Samples stored In Refuf at ug
BYDTm e aBy Shipping Facity oa -tpi

- (AA4 t I 1/f Collector not available to relinquish samples
e.i.mindn L ZQ/QL for shipment.

Relkqhd By DBeYrie Rrma )a2oc,
LABORATORY Received By ri de

SECTION

FINAL SAMPLE DispoeaI Msmod Dipowd By Daterrune
DISPOSITION

BHI-EE-01 1 (10/99)



Bechtel Hanford Inc. CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST BOI-114-35 .. I f I

Cantector CmpanuyCometct Telephone No. Project Coonrdhator PrimcCode 7N Daf Twhoromd
Ratec Nialson Virginia Robay 372-9100 TRENT, gj

Project DesignstSon SANp. Lir QualiAy . 45 Days
PFP Well Installation Sampling and Analysis -Wae 200 wed BOI-114 N

Ice Chest No. eoFdeL N&f Tu uD722 orlpsmt

Offite Property No. B -

POSSIBLE SAMPLE HAZARDS/REMARKS Rat pH <2
Samples did not originate in Pet C
radioAgical controlled area. No
total activity assocltserith Ty- - - - --

sainple/samolemNo. of Contetnero)

Special Handling and/or Storage Volme -n--

VDA -A

82Mk(A"d
SAMPLE ANALYSIS oo (n-

Sample Noe Matir Sam*l Date Samnple Time

813F31 WATER A_

CHAIN OF POSSESSION Sign/Wrt Name SPECIAL INSTRUCTIONS
Dteflimj DWteTu se

ciuishcdf 'B5 
U-

Samples stoed in Ref at the 3728 mPaD.M
-~~ Shipping Facility on ~ j

Colletr not available to relinquish samples DUW

Olt ~T /if -ZU(c/o hpmn.V-q~h
elinquished By DadThnn By-&ived By EZ02 6 J.( /

LABORATORY teave6B
SECrION

FINAL SAMPLE Dispsal Method Dipascd Dle/rin

DISPOSITION

BHi-EE-011 (10/99)


